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Statement
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This report is invalid without the approver’s signatures and special seal of inspection.
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The pattern and characters of "PONY" and "i{¥ /2" used in this report are protected by the trademark law of the People's Republic of
China. Any unauthorized usage, counterfeit, forgery and alteration of trademarks of "PONY" and "i{%J2" are the violations of the law.
The PONY has the right to pursueall legal liabilities of the subject of the delict.
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If the applicant has any questions about the results, shall provide a written retest application with the original report, and prepay the retest
fees to PONY within fifteen days since the approval date (as an exception, it shall be within five days since the date received for the
primary agriculture products report).
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After the dppllcant finishes the procedure mentioned above, PONY shall arrange the xetmt as soon as possible. If the retest result
accords with the applicant dissent, PONY shall refund the retest fees.
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Tests that can not be repeated and tested shall not be carried out again.

6. ZAL AL AR 0 69 RA M An A J S M B 9y, T MRS ARARAEATAR K T4
The applicant should undertake the responsibility for the provided samples’ representativeness and document authenticity. Otherwise,
PONY has not any relevant responsibilities.
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This report is only responsible for the provided sample. The test results only represent the evaluation of the tested sample. PONY will
not be responsible for any economical or legal liability generated from direct or indirect usage of the test report.

8. AFALA B T RARAE 5 AL IL PRI 5D
PONY has the right to dispose the tested sample after approval of the test report.

9. AFAIARIE LM A BB, stRIe Pl 09H LAZ & HAIMFH LALF BATRE
PONY assures objectivity and impartiality of the test, and fulfills the obligation of conﬁdemlahty for applicant's commercial information,
and technique document.
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The report is invalid in case of 1llegal trdmfer, embezzlement, imposture, modification or any altering, reproducing except in full,
without approval of PONY. PONY shall investigate and affix the applicant’s legal liability accordingly.

A 7 3L (Anti-counterfeiting Description) :
(1) 45 AE—09;

The test report has exclusive report code. .

(2) 3R AR 45 ] 5 AR TK PP A, 2KIRACE A "PONY "B B S | IE I SR R S LD, BP AL AIAE R A A "PONY "
Bk 3
The test report is prmted by anti-copying paper whose surface shows "PONY" security print with specific anticounterfeiting

technique. Security print will disappear after copying. Duplicates are not expected to give "PONY" security print under any
circumstances.
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(Main Instruments)

(Test Results)
No.BOLEB9ZT014847L1 951 01, 32 T (page 1 of2)
[ IR — R PEE R O v E1 41 1 FH% Specification:
ﬁnuéﬁ_ Disposable Medical Face ﬂénnﬂ.fﬁ ) 17.5%9.5cm
(Sample Description) Mask (Sample Specification) # 2 Model: LHKL-B-1
| I:f?[?jlﬂé%f%{jj =7 i 4
FAT AL FH i ;ﬁ_ﬁﬁ /N Uhealth WikR L,
i Medical (Beijing)
(Applicant) Protective Products {hadoMark)
Co. Lid. i
4 W a4 2. A H 3 Manufacturing
IFE H Y E— < B}E’?E’k?ﬂ" ¥ Date: 2020/03/25
(Received Date) s (Manufacturing Date or |/} =4} £ Manufacturing
s Lot No.: 2020/03/25
Sl et
A 2020-05-14~2020-05-28 i ——
(Test Date) (Sample Grade)
FEm AR 80 /> 80pcs 257 R
(Sample Quantity) P (Test Type) (Commissioning Test)
=] %E\: B P 1] TAN ‘.‘A-.—Ill'j
Bk % Normal ﬁmljﬁr 5 e Bk
(Sample Status) (Test Environment) (To meet the requirements)
o
EAnH JLF T See the next page
(Test Items)
a5 v
AR N
(Test Methods) JLF T See the next page
P 2 B AE IR 55374 Electric Heating Constant Temperature Incubator.

Y B I RCR A B Bacterial filtration efficiency detector 4% etc.

FRAEARAE Limit Standard: EN 14683: 2019

4 72 AL Production: db 5T A B /1 (=97 B 47 i A3 PR 2 5] Uhealth Medical

BIE (Beijing) Protective Products Co.,Ltd.
SZH B4V Inspection: AL BUI& HE I B25T B 47 I & A5 R 2 ) Uhealth Medical
(Note) (Beijing) Protective Products Co.,Ltd.
PA_EFE i fE B R FE A4t
The information of above sample was provided by the applicant.
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(Test Results)
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(Sample Description o ] i 1 o -
and Number) (Test Items) 15 I EiY) IR # (Test Results) (Test Mcthods)
Type | Type Il Type IIR
T L[ T LN
ﬂllmﬁ;ﬂ«:%{-‘%ﬁ . Na2 99.8
(BEE), % =95 =98 =98 Nodi .| 98 | EN 14683: 2019
Bacterial filtration | = "7 | 7 7| 777 [eeeesesiaeiigeiito
efficiency(BFE) WALl 98
TO1484TLL = fkesesssmsnassissssalosnunsssc sdusnsascosvssirssamnmnsadsusd Mos. ). <L LS e RS
- tEEE R O JE 125, Paem®
1% 5 :
Disposable Medical | Differential pressure S e =al 20.9 EN 14683: 2019
IFace Mask e B e i e T
fLEkIE 1, kPa
Splash resistance / / =16.0 >16.0 EN 14683: 2019
........ N I R s | e e L eI o |y S B X |
P N T ofufe
BEAELMRIL clvg | g, <30 <30 <l EN 14683: 2019
Microbial cleanliness

FEGh4i 5 M (Sample Number and Photo):
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Pony authenticate the photo on original report only
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(End of Report)
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